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Abstract: In this study we use our previously introduced scanning laser 
ophthalmoscope (SLO) / transverse scanning optical coherence tomography 
(TS-OCT) instrument to investigate long term changes in cone 
photoreceptors. The instrument is capable to provide 3D information of the 
human cone photoreceptors with negligible eye motion artifacts due to an 
implemented 3D motion correction on a cellular level. This allows for an in 
vivo investigation of exactly the same location on the retina with cellular 
resolution over several days. Temporal changes in the backscattered 
intensity are observed and quantified within the junction between inner and 
outer segments of cone photoreceptors, the cone outer segments, the end 
tips of cone photoreceptors and the retinal pigment epithelium. Furthermore, 
the length of individual cone outer segments is measured and observed over 
time. We show, to the best of our knowledge for the first time, that bright 
reflection spots which are located within the outer segment of cone 
photoreceptors change their position when observed over extended time 
periods. The average measured bright reflection spot motion speed 
corresponds well to the expected cone growth speed. We believe that this 
observation can be associated with the first direct in vivo imaging of the 
cone renewal process. 
©2010 Optical Society of America 
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1. Introduction 
Vision is one of the most complex of human senses. The incoming light is converted into 
electrical signals by the retina which performs a preprocessing of the information before it is 
finally sent to the brain. The retina consists of millions of photosensitive cells that can be 
divided into two categories: Rods that enable scotopic vision and cones that enable photopic 
vision. While rods are still very hard to resolve with modern image technologies, several 
different techniques have been reported that are capable to resolve individual cones [1–7]. 
However, the cone density varies considerably throughout the retina which shows the highest 
density in the fovea and decreases with eccentricity from the fovea [8]. Therefore individual 
cones can be resolved in many subjects even without compensation of aberrations introduced 
by imperfections of the eye optics using adaptive optics when the imaged location on the 
retina is sufficiently far from the fovea [6,9,10]. 
The outer segments (OS) of human cone photoreceptors consist of a stack of membrane 
disks that contain the photo-pigments. To minimize damage by photo-toxic processes the OS 
undergo changes with time. These changes include the formation of new disks at the junction 
between inner and outer segments of photoreceptors and  disk shedding followed by 
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epithelium (RPE) [11–13]. These processes have been studied extensively in vitro in animal 
experiments and differing changes can be observed not only from species to species but also 
between rods and cones [14]. However, in vivo assessment of these changes is still very 
challenging. Only very recently the cone outer segment renewal rate was measured indirectly 
in vivo using an adaptive optics equipped fundus camera (AO-FC) [15]. In this specific AO-
FC setup the retina is illuminated with a temporally coherent light source. By assuming that 
only reflections of the junction between inner and outer segments of cone photoreceptors 
(IS/OS) and end tips of photoreceptors (ETPR) are contributing to the backscattered signal in 
the AO-FC system (the majority of the other layers will not contribute to the light intensity 
because of the narrow depth of focus) the light from both interfaces will interfere. Depending 
on the length of the outer segment, constructive or destructive interference is occurring which 
results in high or low signal intensity, respectively. By measuring the same location on the 
retina every 15 minutes, sinusoidal intensity oscillations can be observed. The frequency of 
this oscillation can be used to estimate the cone growth. 
In this paper we introduce a different approach in order to investigate long term intensity 
changes as well as changes in the three dimensional structure of cone photoreceptors. We use 
our previously introduced transverse scanning optical coherence tomography (TS-OCT) / 
scanning laser ophthalmoscope (SLO) instrument that is capable to provide this 3D 
information with negligible eye motion artifacts due to an implemented 3D motion correction 
on a cellular level [16]. We evaluate structural changes as well as changes in the backscattered 
intensity from different interfaces of the cone photoreceptors. Recently, we reported on bright 
reflection spots (BRS) that can  be observed within the outer segments (OS) of cone 
photoreceptors [16]. We demonstrate what we believe for the first time, that these BRS are 
changing their position during time periods of several days. We further hypothesize that the 
BRS correspond to defects within the OS disc stacking which can be used to observe directly 
the process of cone renewal in vivo. 
2. Method 
The principle of the TS-OCT/SLO instrument is published elsewhere [16,17]. In brief, the 
instrument is capable to record en-face OCT and SLO images simultaneously. The theoretical 
depth (in tissue) and transverse resolutions of the instrument are equal and about 4-5µm. The 
system is operated at a frame rate of 40 fps (200x650 pixels, ~1°x1°). A 3D data set (120 
transverse scans, 200µm in depth) is recorded in 3 seconds. A hardware implemented high 
speed (~1kHz) axial eye tracker ensures negligible axial eye motion artifacts (smaller than the 
depth resolution of the system). In a post-processing step the information from the 
simultaneously recorded SLO images is used to correct for transverse eye motion. This is 
achieved in two steps. In a first step a reference frame (with negligible motion artifacts) is 
chosen and all SLO frames are registered (via cross correlation using a custom made 
software) to this reference frame and averaged. In a second step the averaged frame is used as 
a new reference frame and the original SLO images are registered to this new reference frame. 
The transformation matrix for each SLO image is stored and applied to the OCT images in 
order to obtain a motion corrected 3D volume of the retina. However, the initial field of view 
is slightly reduced because of this procedure. 
To minimize any influences of subject alignment on the measurement, 10 3D data sets 
were recorded at exactly the same location on the retina (~4° eccentricity nasal from the 
fovea) of healthy volunteers for every time point in the time series. This specific eccentricity 
was chosen because of several reasons. First, the density of the BRS at this eccentricity is high 
[16]. Second, for the used system the contrast of the cone mosaic is very good and finally, the 
distance between individual cones is larger than the resolution of the system which ensures 
that all cones can be resolved. In order to register the 10 data sets to each other the averaged 
SLO frame of the first data set was stored and used as reference frame for all the other data 
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registered in depth to  each other and averaged. We used the following image quality 
parameters for this selection (ordered by relevance): field of view (after registration), micro-
saccade within an extracted OCT B-scan, cone contrast and signal to noise ratio of the image. 
This procedure minimizes residual motion artifacts and differing image quality due to subject 
alignment. However, a residual rotation between data sets recorded at different times may 
occur. To eliminate this rotation, the final data sets were registered using Image J software 
[18]. It should be noted, however, that the observed rotations between the data sets were very 
small (resulting in a displacement between different data sets at the corners of the image of 
approximately the extension of a cone). In the case of larger rotations a different procedure 
(first separate registration within each data set, then registration between data sets) might be 
better suited. In order to adapt differing total intensities between measurements at different 
times, the intensity data of each data set was normalized by the total intensity of the data set. 
All measurements were performed without an artificial pupil dilation of the subjects. For 
this experiment good fixation of the subject is essential. Therefore a fixation target (organic 
light emitting diode display) was coupled via a pellicle beam splitter into the system. The 
subject fixated on the target with the same eye that was measured. All measurements were 
approved by the local ethic committee and followed the tenets of the declaration of Helsinki. 
3. Results 
3.1. Short term measurement 
In a first measurement series short term changes (within 7 hours, from 9 a.m. to 4 p.m.) are 
investigated. For this purpose at every hour 3D data sets were recorded up to a total time of 7 
hours. At each measurement time a minimum of 10 data sets were recorded (within 5 minutes) 
resulting in a total of 80 data sets and processed as described above. Figure 1 shows a movie 
of a time series. Each frame consists of depth integrated (over the entire imaging depth) OCT 
images (left images) and averaged SLO images (right images). Although the measurements 
were taken over an extended period of time, the motion correction algorithm provides high 
registration accuracy between the individual 3D data sets (better than the extension of a single 
cone). Similar to a previously reported study with an adaptive optics ophthalmoscope [19] 
randomly varying intensities of individual cones can be observed in the time series of the SLO 
images (c.f. Figure 1). The depth integrated OCT images show the same intensity fluctuations. 
However, in our case the retina was not bleached prior to the measurement because we think 
that at the used wavelength region (840nm) intensity variations due to pigment absorbance are 
negligible. (Electrophysiology measurements on the retina showed that the photo-sensitivity 
of the cones is reduced by more than a factor of 10
5 at 840nm compared to the peak sensitivity 
of the red cones at 560nm [20]). We further want to point out that a short coherence light 
source is used for illumination, therefore the observed intensity fluctuations are distinct from 
intensity fluctuations that are observed with long coherence light sources (which were 
attributed to interferometric oscillations caused by sub micrometer outer segment length 
changes [15]). Since these fast oscillations are not observable with low coherent light sources 
[15,19] we chose the lower temporal sampling compared to that in Ref [15]. (1h vs. 15 Min.). 
Because of the perfect registration between the frames, averaging of the data sets recorded 
over the entire measurement period is possible which results in an image of the cone mosaic 
with reduced intensity fluctuations (c.f. Figure 2). Nevertheless, dark patches within the cone 
mosaic (apart from the shadow of the vessel in the top part of the image) are still remaining. 
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Fig. 1. First frame of a movie (Media 1) showing intensity fluctuations in depth integrated OCT 
(left) and SLO (right) images of cone photoreceptors within 7 hours (image extension: 
~0.94°x0.7°, retinal eccentricity: ~4° nasal from the fovea) 
 
Fig. 2. Over the entire measurement period (7 hours) averaged depth integrated OCT and SLO 
images of cone photoreceptors demonstrating the excellent performance of the motion 
correction algorithm. (Image extension: ~0.94°x0.7°, retinal eccentricity: ~4° nasal from the 
fovea) 
In contrast to a previous study performed with an adaptive optics ophthalmoscope we have 
access to the depth information provided by OCT. Figure 3 shows a movie of a representative 
B-scan measured over time. 
 
Fig. 3. Frame 1 of a movie (Media 2) showing a representative B-scan over the entire 
measurement period (7 hours). Image extension: ~0.94°x120µm, retinal eccentricity: ~4° nasal 
from the fovea) 
Note that the B-scans are displayed on a linear grey scale (contrary to the usual OCT log 
intensity scale); therefore only two layers, the junction between inner and outer segments of 
cone photoreceptors (IS/OS) and the end tips of cone photoreceptors (ETPR) are visible, 
however, the reflections from the cones can be much better observed. The retinal pigment 
epithelium (RPE) layer is hardly observable in this scale. Both layers show distinct spots that 
represent refractive index changes within single cone photoreceptors. As can be observed in 
the movie the spatial location of these spots do not change within the measurement period of 7 
hours. However, most of the cones show intensity fluctuations either in the IS/OS or the 
ETPR layer. Interestingly these fluctuations seem to be independent from cone to cone and 
within the same cone from IS/OS junction to ETPR. Moreover, similar to the results reported 
#136986 - $15.00 USD Received 21 Oct 2010; revised 9 Dec 2010; accepted 9 Dec 2010; published 15 Dec 2010
(C) 2011 OSA 1 January 2011 / Vol. 2,  No. 1 / BIOMEDICAL OPTICS EXPRESS  104in Ref [19], the periodicity of the fluctuations is varying from cone to cone and between the 
two layers. Note that in the time series a distinct reflection at the transverse position of a cone 
within the RPE layer (brightest intensity is observed at h5 at a cone in the center of the image) 
can be observed. These bright reflections have been observed previously with independent 
instruments [21,22]; however, this is the first time to show varying intensities and locations of 
these spots. The origin of these reflections is unclear but might be caused by backscattered 
light originating from the RPE that is back-coupled into a single cone. To give a better 
impression of the intensity fluctuations we segmented the layers IS/OS, OS, ETPR and RPE 
by summing the pixels over an imaging depth of ~12µm around the center of the peak 
intensity of each layer (except for the OS layer where the gap between the segmented IS/OS 
and ETPR layers was integrated). The result is shown in Fig. 4. Interestingly, intensity 
variations can be observed within three layers (IS/OS, ETPR and RPE) while within the OS 
the intensity of the observed bright reflection spots stays rather constant. We reported and 
counted these BRS previously and showed that the amount of these BRS is differing with 
eccentricity from the fovea [16]. 
 
Fig. 4. Frame 1 of a movie (Media 3) showing intensity fluctuations at different retinal layers 
within the measurement period (7 hours). Top left: IS/OS. Top right: OS. Bottom left: ETPR. 
Bottom right: RPE. Image extension: ~0.94°x0.7°, retinal eccentricity: ~4° nasal from the 
fovea) 
 
Fig. 5. Locations of the detected cones (marked with red dots). 
In a next step we detected in the averaged OCT image (c.f. Figure 2, left image) the center 
of each cone with custom made software. Since the averaged image shows reduced intensity 
fluctuations between individual cones (in an individual frame some of the cones are hardly 
detectable because of low signal intensity) a good performance of the cone detection 
algorithm can be observed as is shown in Fig. 5 (each cone center is marked by a red dot). In 
this image series 884 cones were detected. In order to give an impression of the intensity 
fluctuations for individual cones in the depth integrated OCT intensity images we randomly 
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of the selected cone over the whole measurement series (c.f. Figure 6A). The majority of the 
cones show intensity fluctuations of ~50%. Additionally we measured for each cone the 
length of the outer segment (i.e. the distance from the IS/OS junction to the ETPR). Both 
interfaces are detected by using a peak detect algorithm along an A-scan at the location of the 
detected cone. As can be seen in Fig. 6B the outer segment length stays constant for 4 cones, 
whereas in one cone the length is much larger at two measurement points (5 and 7 hours). The 
length change of this one cone is an artifact generated by low signal intensity from the ETPR 
layer. In that case the algorithm uses the peak that is found within the RPE layer for the 
calculation of the outer segment length. Note that for the detection of the transverse cone 
position the depth integrated and averaged OCT data is used. Figure 7 shows a movie of the 
OS lengths for all detected cones. In the majority of the cones the OS length is detected 
correctly and stays constant over time which is also indicated in Fig. 8  which shows the 
distribution of cone outer segment lengths for all measurements. It is worth to note that the OS 
lengths vary from cone to cone (the distribution in Fig. 8  spans ~10µm) which can be 
observed in the B-scan images as well (c.f. Figure 3). The precision of our method to measure 
OS lengths is high as can be seen in Fig. 8B which shows the standard deviation of the 
individual cone OS length measurements at different times. For the majority of the cones the 
standard deviation is as small as ~1µm. This also indicates that the OS length measured with 
our technique does not change noticeable within this measurement period. We want to 
emphasize here that although the depth resolution of the system is ~4-5µm and the depth 
sampling is ~1.7µm (optical distance) per pixel, the peak of the coherence function can be 
determined with higher accuracy, because for peak detection a Gaussian fit is applied to the 
coherence function which results in a sub-pixel accuracy of the peak position. Our results are 
in agreement with animal studies [23,24] and recent measurements of the cone renewal rate 
that showed a cone growth rate of ~100nm per hour [15]. This results in an OS length change 
of less than 1µm for our 7 hour experiment. 
 
Fig. 6. A) Relative intensity changes with time of 5 randomly selected cones. B) Change in the 
measured length of cone outer segments. 
To quantify the observed intensity changes we calculated the total distribution of the 
backscattered light at the location of the cones (c.f. Figure 9A) as well as the relative intensity 
changes over time for the individual retinal layers (c.f. Figure 9B). Although most of the 
cones show fluctuating backscattered intensities, the intensity distribution of all cones stays 
the same during the measurement period. As can be seen in Fig. 9B the fluctuations within 
each layer are much more pronounced than the total intensity fluctuations (c.f. black line in 
Fig. 9B). This indicates that the intensity fluctuations are probably not correlated between the 
individual layers. It should be noted, however, that the higher intensity fluctuations observed 
within the OS (green line) is caused by the low signal intensity observed at this layer at the 
majority of the cone locations. Only few cone locations show BRS within the OS [16]. 
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Fig. 7. Frame 1 of a movie (Media 4) showing outer segment lengths within the measurement 
period (7 hours). Image extension: ~0.94°×0.7°, retinal eccentricity: ~4° nasal from the fovea 
(color scale is in µm). 
 
Fig. 8. A) Distribution of cone outer segment lengths for each hour (corresponding to different 
colors). B) Distribution of standard deviations calculated over the whole measurement period. 
 
Fig. 9. A) Distribution of backscattered intensity of individual cones (colors correspond to 
different measurement times). B) Relative intensity variation (normalized by the average 
intensity retrieved from each layer) over time of cones for individual retinal layers (black depth 
integrated intensity, red IS/OS junction, green OS, blue ETPR, yellow RPE). 
3.2 Long term measurement 
In a second measurement series we measured two volunteers over an extended time period, 
i.e. every 24 hours up to a total time of 96 hours. The measurements were recorded at the 
same daytime (4p.m. in the afternoon). The subjects followed their normal daily schedule. The 
data was recorded and processed as described above. Figure 10  shows a movie over the 
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measurement series at approximately the same position (c.f. to the blood vessel in the top part 
of the image). Although the measurement was spread over five days the registration between 
the data sets is better than the extension of a single cone. Compared to the movie in Fig. 1 the 
intensity fluctuations are much more pronounced. To minimize the large differences between 
the cones in the backscattered intensity we averaged all images recorded over the whole 
measurement period before detecting the center of each cone (c.f. Figure 11). Here, again, 
dark patches within the cone mosaic are remaining. 
 
Fig. 10. First frame of a movie (Media 5) showing intensity fluctuations in depth integrated 
OCT (left) and SLO (right) images of cone photoreceptors within 96 hours (image extension: 
~0.88°x0.75°, retinal eccentricity: ~4° nasal from the fovea) 
 
Fig. 11. Over an extended measurement period (96 hours) averaged depth integrated OCT 
images of cone photoreceptors (A) and corresponding cone locations (B) (Image extension: 
~0.88°x0.75°, retinal eccentricity: ~4° nasal from the fovea) 
 
Fig. 12. Frame 1 of a movie (Media 6) showing a representative B-scan over the entire 
measurement period (96 hours). Image extension: ~0.88°x120µm, retinal eccentricity: ~4° 
nasal from the fovea) 
Figure 12 shows a representative B-scan of this measurement series. At the IS/OS junction 
large intensity variations can be observed (in comparison to Fig. 4), however, the position of 
the cones at this layer stays constant over time. On the other hand, beside the large intensity 
fluctuations small changes in the depth position of the cone reflections at the ETPR layer can 
be observed. Since the registration between the individual data sets is better than the extension 
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be observed at the IS/OS junction and in Fig. 10) we believe that this change in position 
corresponds to different phases within the renewal process of each individual cone that is 
captured at different measurement times. At the IS/OS junction new OS disks are generated 
and from time to time the RPE sheds disks at the distal end of the cones (the position of the 
ETPR). The shed disks are then disintegrated by phagocytosis within the RPE. Both processes 
differ considerably in their dynamics because the generation of new disks is a continuous 
process while the phagocytosis is not. According to animal studies that counted the number of 
phagosomes at different day times the incidence of phagocytosis can be significantly different 
throughout the day [14]. Therefore, depending on the time delay between the last event of disk 
shedding and the measurement of each individual cone, different OS lengths can be observed 
because the number of newly generated disks since this event is different. It should be noted 
here, that different OS lengths could be observed in the 7 hour experiment as well, however 
during the 7 hours the lengths remained constant. 
Recently we reported on BRS that appeared within the OS of cone photoreceptors, 
however, at that time the origin of these BRS remained somehow unclear. The time series will 
shed some light on this issue. Figure 13 shows a representative B-scan containing BRS. As 
can be observed in the movie one BRS appears at the measurement time of 48 hours shortly 
beneath the IS/OS junction and moves in the last two frames towards the ETPR layer. Several 
of these BRS showing this time evolution can be found in this data set as well as in the data 
sets of other volunteers. We hypothesize that this BRS originates from a crack or defect 
within the OS segments that gives rise to a refractive index mismatch and therefore to a signal 
in the OCT image. Because of the cone OS renewal this crack or defect moves towards the 
ETPR layer (new discs are generated at the IS/OS layer and “old” discs are removed by the 
RPE at the ETPR layer). Interestingly one BRS can be seen in the movie that appears in the 
first frame, disappears in the second and reappears in the last frames. However, in contrast to 
the moving BRS no distinct signal from the ETPR layer can be observed at the position of this 
cone. Therefore it is more likely that this BRS does not correspond to a crack or defect in the 
OS but to the end tip of a shorter cone. 
 
Fig. 13. Frame 4 of a movie  (Media 7) showing a representative B-scan over the entire 
measurement period (96 hours) containing a BRS that appears at 48hours. The BRS is marked 
with a circle. Image extension: ~0.88°x120µm
2, retinal eccentricity: ~4° nasal from the fovea) 
Similar to the first short term experiment we measured the OS length of each detected 
cone. As can be seen in Fig. 14 the thickness distribution is the same for all days and is similar 
to the one presented in Fig. 8 (7 hours measurement). However, the standard deviation (SD) 
of the length measurements differs from the one in Fig. 8. First of all the peak of the SD 
distribution is at a larger SD than in the previous experiment. This can be explained by the 
small length changes (differing ETPR positions) observed in Figs. 12 and 13. On the other 
hand a second, smaller peak of the distribution is visible at around 16µm which we attribute to 
the moving BRS within the data set. We manually counted all BRS that showed motion in at 
least 3 of the 5 frames and measured the position of each BRS. Out of the 961 cones detected 
(c.f. Figure 11), 51 BRS showed motion in at least 3frames. Figure 15 shows the change in the 
distance between the IS/OS junction and the position of BRS measured in volunteer 1. For 
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were averaged to obtain a mean OS growth rate. With this procedure we measured a mean OS 
growth rate of (110 ± 40) nm per hour for volunteer 1 and (110 ± 50) nm/h for volunteer 2, 
respectively. These growth rates are in excellent agreement with animal studies [23,24] and 
the AO-ophthalmoscope method [15]. Finally, we evaluated the intensity fluctuations for the 
long term measurement. Although the intensity distribution within the images is similar to the 
previous experiment (c.f. Figure 16A), the increased relative changes indicated by the much 
broader distributions and the shift of the peak of the distribution to the right in Fig. 16 B is 
evident. 
 
Fig. 14. A) Distribution of cone outer segment lengths for each day (corresponding to different 
colors). B) Distribution of standard deviations calculated over the whole measurement period. 
 
Fig. 15. Change in depth position (distance IS/OS to BRS) of all BRS that showed motion in at 
least 3 frames of the 96 hours measurement series of volunteer 1. The different colors 
correspond to different BRS. 
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Fig. 16. A) Distribution of backscattered intensity of individual cones (colors correspond to 
different measurement times). B) Relative intensity variation (normalized by the average 
intensity retrieved from each layer) over time of cones for individual retinal layers (black depth 
integrated intensity, red IS/OS junction, green OS, blue ETPR, yellow RPE). 
4. Discussion and conclusion 
We demonstrated the performance of our SLO/OCT instrument to image and observe in vivo 
the three dimensional structure of human cone photoreceptors over extended periods of time. 
This observation is only possible because the registration between the recorded 3D data sets is 
better than the extension of a cone (transverse) and better than the coherence length of the 
light source (in depth). We investigated changes in the backscattered intensity of individual 
cones and at different retinal layers for two different time periods: 7 hours and 96 hours, 
respectively. Previous studies investigated intensity fluctuations using AO-FC [19] which 
showed similar results as our SLO and depth integrated OCT images. However, our study 
showed that intensity fluctuations within individual retinal layers (IS/OS, OS, ETPR, RPE) 
are much more pronounced than in the depth integrated image (that was investigated using 
AO-FC). Interestingly, we found that the intensity fluctuations within a cone at the IS/OS and 
the ETPR are rather independent from each other (c.f. Figure 3). Therefore we can now 
directly confirm the suggestion made in Ref [19] that a change in the pointing direction of a 
cone cannot be the origin of these intensity fluctuations because in that case the intensity at 
both layers would be affected similarly. In Ref [19] it is speculated that the intensity changes 
mainly origin from the reflection at the ETPR. However, our results show that in both layers 
intensity fluctuations can be observed. The origin of these intensity fluctuations remains 
therefore unclear. Nevertheless we think that the intensity fluctuations at the IS/OS could be 
caused by the permanent generation of new discs at the IS/OS layer which may result in a 
change of the refractive index difference at this interface. Depending on the phase within the 
disc generation process high or low backscattering signal is observed. Noticeable is that the 
BRS (located within the OS) do not change their intensity within the 7 hours period. This 
strengthens the above mentioned hypothesis that the intensity fluctuations are caused only by 
changes that affect the interface between inner and outer segments of cone photoreceptors. 
Similar, the intensity fluctuations observed at the ETPR could be explained by different status 
of the disc shedding process. However, within the 7 hours period no change in the OS length 
is observed (in contrast to the 96 hours measurement) therefore it is most likely that during 
this period discs from the majority of the cones were not shed. Although there is no data on 
human cone disc shedding, results from animal studies show that in some species the shedding 
process is determined by a circadian rhythm [25–28] with a peak of disc shedding shortly after 
light onset [14], a period that has not been investigated in our study. Note that the OS length 
changes observed in the 96 hour experiment are very small (up to a few µm) which is in 
agreement with the observed size of phagosomes (that would correspond to the expected 
length changes) in animal studies [13]. 
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within the RPE (c.f. movie in Fig. 3) that are changing with time. Although we can, at the 
current state of investigation, only speculate on the origin, it might be plausible that light is 
backscattered at migrating macrophages (probably containing phagosomes) or pigments. 
Depending on the position of these particles in respect to the overlying cone, light can be 
back-coupled into the photoreceptor which finally leads to our observation. Interestingly, the 
cones under which theses reflections can be observed are randomly changing. Although at the 
depth location of the RPE (depth integrated over 12µm around the peak of the RPE) each en-
face image shows a random pattern (c.f. Figure 4) the full cone mosaic can be observe when 
all images recorded over the measurement period of 7 hours are averaged (c.f. Figure 17). 
This strengthens the assumption that light originating from this layer is back-coupled through 
the photoreceptors (at least at some points in time). 
 
Fig. 17. En-face image of the RPE, averaged over the measurement period of 7 hours (depth 
integrated 12µm around the peak of the RPE position) OCT images. (Image extension: 
~0.94°x0.7°, retinal eccentricity: ~4° nasal from the fovea) 
As shown in Fig. 13 the previously reported BRS [16] are changing their position within 
the OS when imaged over an extended period of time (96h). Although we hypothesize that the 
BRS originate from defects or cracks within the packing of the OS discs, a proof of this 
hypothesis is very challenging. Animal studies including histology or in vitro multi-photon 
imaging could probably be of help here, although a perfect registration between the different 
methods might be very difficult. 
The measured motion speed of the BRS corresponds well with the cone renewal speed 
known from animal studies [23,24] and from AO-FC measurements [15]. Note that both in 
vivo methods do require measurement series over several time points. While our method 
measures the renewal speed over an extended time (5 measurements in 96h), the AO-FC 
method requires several measurements with shorter time intervals (every 15 minutes up to a 
total time of 5 hours). Therefore two (probably?) different renewal speeds are measured. With 
our method a mean renewal speed (averaged over 4-5days) is measured while with the AO-FC 
method a renewal speed within 5 hours is measured. 
Finally we want to point out that the results presented in this paper are based on 2 
volunteers. Certainly more subjects have to be imaged in order to strengthen the presented 
hypotheses. 
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